Quick Guide

1. Connect the device to the battery pack.

2. Press the SELECT button for 2 seconds.

3. Select "SENSOR MENU" and "Illuminance".

4. The device will display the measurement.

5. Press the SELECT button again to send the measurement to the memory.

6. The device will display the sent measurement in memory.

RaySafe™
Quick Guide

1. Connect the sensor to the device.

2. Press the button to select the sensor menu.

3. Select the Luminance LCD or Luminance CRT option.

4. Hold down the button for 2 seconds to select the option.

5. The selected option will be displayed on the screen.

6. Use the device to measure and record the luminance levels.

©2013 Unfors RaySafe 5000165-A