QUICK GUIDE

1. Connect the sensor to the device.

2. Insert the sensor into the CT machine.

3. Press the start button.

4. Select the CT dose menu and press select.

5. Press the start button again to measure the dose.

The sensor menu includes options to select the CT dose measurement.